This work validates an analytical single-measurement uncertainty estimator for contour method measurement by comparing it with a first-order uncertainty estimate provided by a repeatability study. The validation was performed on five different specimen types. The specimen types cover a range of geometries, materials, and stress conditions that represent typical structural applications. The specimen types include: an aluminum T-section, a stainless steel plate with a dissimilar metal slot-filled weld, a stainless steel forging, a titanium plate with an electron beam slot-filled weld, and a nickel disk forging. For each specimen, the residual stress was measured using the contour method on replicate specimens to assess measurement precision. The uncertainty associated with each contour method measurement was also calculated using a recently published single-measurement uncertainty estimator. Comparisons were then made between the estimated uncertainty and the demonstrated measurement precision. These results show that the single-measurement analytical uncertainty estimate has good correlation with the demonstrated repeatability. The spatial distributions of estimated uncertainty were found to be similar among the conditions evaluated, with the uncertainty relatively constant in the interior and larger along the boundaries of the measurement plane.
INTRODUCTION
Experimental data and their associated uncertainty are fundamental for experimental testing, as well as for validation of engineering models. Experimental validation is the process of determining the degree to which a model is an accurate representation of the real-world from the perspective of the intended uses of the model [1] and experimental uncertainty effectively establishes the resolution at which such comparisons can be made [2] . Similarly, when experimental data are used to predict an output, the experimental data uncertainty will determine the bounds of the predicted output. The bounds of the predicted output will ultimately determine whether the experimental data are useful for predicting a real-world phenomenon. Therefore, uncertainty is important for all measurements since it determines whether a given measurement is useful for its intended purpose.
The contour method is a residual stress measurement technique that provides a two-dimensional map of residual stress on a given measurement plane. The two-dimensional residual stress map provided by the contour method has been found to be useful for validating computation weld analyses [3, 4, 5] , predicting fatigue performance [6] , evaluating the effectiveness of manufacturing processes like peening [7, 8] , cold hole expansion [9] , and welding [10] . Although, the contour method has proven useful, most prior work lacks an uncertainty estimate for the contour method data.
Recently, a single-measurement uncertainty estimator was developed for the contour method [11] .
The objective of the present work is to validate this uncertainty estimator by assessing the level of correlation between the uncertainty estimate and a first-order uncertainty estimate. The first order uncertainty estimate is determined with a set of repeatability studies that quantify the measurement precision of the contour method over a range of conditions. Measurements were performed on specimen types that include a range of geometries, materials, and residual stress conditions. For each specimen type, the residual stress was measured on replicate specimens using the contour method to establish measurement precision. The single-measurement uncertainty estimate associated with each contour method measurement was also calculated. Comparisons were then made between the estimated uncertainty and the demonstrated precision to validate the uncertainty estimator.
METHODS
This work includes multiple steps. First, five test specimens were designed and manufactured. The specimen types cover a range of geometry, material, and residual stress condition that represent a range of structural applications. Replicate specimens of each type were produced (between 5 and 10 replicate 3 specimens for each specimen type). Second, residual stress measurements were performed on each specimen type using the contour method. Third, the uncertainty associated with each single measurement was estimated. Fourth, the precision of the contour method was calculated for each specimen type. Finally, comparisons were made between the estimated uncertainty and the demonstrated precision for each specimen type. Details of the specimens, contour method, uncertainty estimation, and data comparisons follow. A more complete description of the repeatability studies can be found elsewhere [12] .
Test specimen manufacture
Five different test specimen types were manufactured: an aluminum T-section (10 specimens), a stainless steel plate with a dissimilar metal (DM) slot-filled weld (5 specimens), a titanium plate with an electron beam (EB) slot-filled weld (6 specimens), a stainless steel forging (6 specimens), and a nickel disk forging (6 specimens).
The aluminum T-section specimen type was fabricated from 7050-T7451 aluminum plate (cut into bars) that had been stress relieved by stretching during forming. The original bars had a length of 762 mm (30.0 in), a height of 82.55 mm (3.25 in), and a width of 82.55 mm (3.25 in). The bars were heat treated, including a quench, to induce high residual stress indicative of the -T74 temper. The heat treatment used the recipe described in [13] and consists of heating the samples to 477°C (890°F) for 3 hours, quenching in room temperature water, artificial aging at 121°C (250°F) for 8 hours followed by additional aging at 177°C (350°F) for 8 hours. T-sections were then machined from the bars to represent an airframe structural member. Each T-section had a length of 254 mm (10.0 in), a height of 50.8 mm 
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The stainless steel dissimilar metal (DM) weld specimen type was fabricated from one long plate made of high-strength 316L stainless steel. The plate had a 25.4 mm (1.0 in) by 152.4 mm (6.0 in) cross-section and a length of 1.22 m (48.0 in). A slot was machined along the entire length of the plate with a 9.53 mm (0.375 in) groove depth, a 19.05 mm (0.75 in) width, and a 70º root angle. The groove and plate cross-section can be seen in Figure 2 . Before filling in the slot with weld material, a continuous 7.94 mm (0.313 in) fillet weld was applied along the 1.22 m edges to join the plate to a stiff fixture, to add restraint during the welding process. The slot was filled with 8 passes, each applied along the entire length of the plate using an automated process and 0.89 mm (0.035 in) diameter A52M (ERNiCrFe-7A) wire. Following welding, the fillet welds were machined away to release the plate from the backing fixture and the ends of the plate were removed to eliminate the inconsistent weld bead geometry at the start and stop of the weld.
The titanium alloy electron beam (EB) welded plate specimen type was fabricated using one long plate made of Ti-6Al-4V, with similar geometry to the stainless steel DM welded plate (same crosssection and slot dimensions). The groove was filled along the entire length of the plate with 8-passes of 3.18 mm (0.125 in) diameter Ti-6Al-4V wire. After completion of the weld, the plate was sectioned into 101.6 mm (4.0 in) long pieces, as shown in Figure 3 . These samples were representative of a typical wire fed additive manufacturing process in the as-manufactured condition (prior to thermal stress relief).
The 304L stainless steel forging specimen type is roughly hemi-spherical with an outer diameter of 73.7 mm (2.9 in). They include a forged internal cavity with an inner diameter of 30.5 mm (1.2 in), and a height of 50.8 mm (2.0 in) ( Figure 4 ). The samples were produced using a multi-stage forging process.
The sample billets were heated to 980°C (1800°F) for 60 min, die pressed to 75% of their original height in a hydraulic press, cooled to room temperature, heated to 1750°F for 60 min, and subjected to a high energy rate forging operation. The samples were then cooled to room temperature, annealed at 955°C 5 (1750°F) for 30 min, and water quenched. The final processing steps consisted of reheating the samples to 845°C (1550°F) for 60 min, a final high energy rate forging operation, followed by a final water quench.
The sample type comprised of a nickel based super-alloy (Udimet-720Li) forging had a diameter of 151.20 mm (5.95 in) and a maximum height of 70.41 mm (2.77 in), as shown in Figure 5 . The samples were forged and heat treated, including a quench, to achieve desired mechanical properties. The heat treatment consisted of pre-heating the samples to 1080°C (1975°F), forging to a nominally finished shape, solution heat treating at 1105°C (2020°F), and oil quenching. The samples were then stabilized at 760°C (1400°F) for 8 hours, air cooled, aged at 650°C (1200°F) for 24 hours and then air cooled to room temperature. The forgings were sectioned in half prior to the contour method measurements (to allow for more replicate measurements as discussed in [12] ). The stress release from sectioning the forging sample in half was included in the reported stress values by using a supplemental stress analysis as described in [14] . The stress analysis used measured strain gage data from eight hoop sensing, strain gages placed along the ID and OD of the disk at the subsequent measurement plane (180° from the sectioning plane).
Contour method measurements
The contour method is a stress-relaxation residual stress measurement technique whose theoretical foundation was established by Prime [15] . A contour method measurement will cut a part along a given measurement plane and surface deformations will occur as a result of residual stress redistribution. The surface profiles at the cut plane can be measured and are analogous to the residual stress before cutting.
When the negative of the measured surface profiles are applied as boundary conditions to an elastic finite element model of the part, the residual stress released normal to the cutting plane can be 6 determined. Prime and DeWald [16] have established good practices for experimental steps required for the contour method.
Each contour method measurement followed nominally the same procedure. Each specimen was cut in two using wire electric discharge machining (EDM) while rigidly clamped to the EDM tool frame.
Following cutting, a laser scanning profilometer was used to measure the surface height profiles normal to the cut plane as a function of in-plane position for each of the two opposing cut surfaces. Surface height data were taken on a grid of points with spacing ranging from 100 to 200 μm in each direction.
The two surface profiles were aligned, averaged on a common grid, and fit to a smooth bivariate analytical function. The residual stress release on each measurement plane was determined by applying the negative of the smoothed surface profile as a set of displacement boundary conditions to the cut face of a linear elastic finite element model of the cut part. The models used the elastic material properties given in Table 1 .
Contour method uncertainty estimation
The uncertainty for each contour method measurement was estimated following the approach outlined in [11] . The uncertainty estimate accounts for two main, random uncertainty sources present in contour method measurements, including the uncertainty associated with random noise in the surface height profiles called the displacement error and the uncertainty associated with choosing a specific analytical model to fit the surface profiles called the model error.
The displacement error is estimated using a Monte Carlo approach that applied normally distributed noise to the each of the original measured surface height profiles. The normally distributed noise was previously found to approximate the surface roughness that arises from EDM cutting [11] . Stress results were found with five different sets of random noise added to the surface height profiles and the standard 7 deviation of those five residual stress results, at each spatial location, was taken as the displacement error.
The model error is estimated by taking the standard deviation of the residual stress results using displacement surface profiles that have been fit with different analytical models (centered around what was determined to be the best fit). Each case used a different number of fitting coefficients. The total uncertainty was then taken as the root-sum-square of the displacement and model errors with a minimum value of uncertainty set as a floor. The floor used in all cases was the mean of the total uncertainty, which was evaluated over a grid with roughly equal spacing. The uncertainty estimate is assumed to have a normal distribution, which implies that one standard deviation represents a 68% confidence interval.
Comparison of uncertainty and precision
The purpose of the single measurement uncertainty estimate is to be able to accurately estimate the random uncertainty that is present during a contour method measurement. To assess whether the uncertainty estimate was accurately estimating random uncertainty, each pointwise measurement result ± its associated uncertainty was compared with the mean of the repeatability study at the same location. The mean was chosen as the reference value because it is expected to be the most representative of the underlying residual stress field (and the difference between the mean and each measured result is a reasonable representation of the random measurement error, assuming each specimen has a similar initial residual stress state). Every measurement point on the cross-section was assigned to one of two groups depending on whether (positive bin) or not (negative bin) the range of residual stress values at that location defined by the measured stress ± its associated uncertainty included the population mean. Since both uncertainty sources were assumed to have normal distributions, and since the uncertainty estimate is based on one standard deviation, 68% of the points on the cross section are expected to fall within the positive bin.
RESULTS
Results for each of the five specimen conditions are summarized in Figure 6 The comparison between uncertainty and precision was positive at 95.1% of points as shown in Figure 8 (similar comparisons for the other specimens showed a range of 99.2% to 85.3% and the mean of all specimens is 94.9%). Furthermore, the measured residual stress for all repeat measurements along the x-direction at y = 3.18 mm and along the y-direction at x = 40.52 mm is shown in Figure 9 . The line plots show that the uncertainty estimate is reasonable at predicting the spread in the measurement data (that is related to random measurement error).
Stainless steel DM welded plate
The longitudinal stress in the stainless steel DM welded plate has tensile stress in the weld area and heat-affected zone (max ≈ 380 MPa) and near y = 0 at the left and right edges of the plate where the plate was tack welded (max ≈ 400 MPa). There is compensating compressive stress toward the top of the plate at the left and right edges (min ≈ -260 MPa) (Figure 10a and Figure 10b ). The uncertainty in the stainless steel DM welded plate is shown in Figure 11 . The model error (Figure 11a The comparison between the uncertainty and precision was positive at 80.3% of points as shown in Figure 12 (comparisons for the other specimens showed a range of 83.3% to 65.1% and the mean of all specimens is 74.1%). Furthermore, the measured residual stress for all repeat measurements along the x-direction at y = 19.05 mm and along the y-direction at x = 76.2 mm is shown in Figure 13 . The line plots show that the uncertainty estimate is reasonable at predicting the spread in the measurement data. 
Titanium electron beam welded plate
The longitudinal stress in the titanium EB welded plate has tensile stress in the weld area (max ≈ 350 MPa) and compensating compressive stress in the heat-affected zone (min ≈ -200 MPa) ( Figure 14a and Figure 14b ). The uncertainty in the titanium EB welded plate is shown in Figure 15 . The model error (Figure 15a) is largest along the part boundary (95 th percentile is at 27.6 MPa). The displacement error (Figure 15b ) is also largest along the part boundary (95 th percentile is at 10.8 MPa).
As was the case for the other samples, the displacement error is much smaller than the model error and the total uncertainty mirrors the model error distribution (95 th percentile is at 32.5 MPa) with a 12.2 MPa floor covering most of the cross-section (Figure 15c ).
The comparison between the uncertainty and precision is positive at 94.5% of points as shown in Figure 16 (comparison values ranged from 98.0% to 92.1% for the other specimens with a mean of 95.9%). The measured residual stress for all repeat measurements along x-direction at y = 20.32 mm and along the y-direction at x = 68.15 mm is shown in Figure 17 . The line plots show that the uncertainty estimate is reasonable at predicting the spread in the measurement data.
Stainless steel forging
The hoop stress in the stainless steel forging has tensile stress along the boundary of the forging cavity (max ≈ 340 MPa) and compensating compressive stress around the outer diameter of the forging (min ≈ -260 MPa) ( Figure 18a ). The measured stress is nominally consistent for five of the six repeat measurements, and the one outlier measurement was omitted from the calculation of the mean ( Figure   18b ). The outlying measurement had significantly larger stresses near the inner forging cavity (up to 200 MPa larger than the other measurements). The large differences in this measurement were assumed to be primarily related to an inconsistency in the forging process rather than measurement variation, and therefore the outlying result was omitted from the repeatability study. The uncertainty in the stainless steel forging is shown in Figure 19 . The model error (Figure 19a ) is largest along the part boundary and is significantly larger than for the other experiments, especially along the boundary of inner forging cavity (95 th percentile is at 132.0 MPa). The displacement error (Figure 19b ) is also largest along the part boundary (95 th percentile is at 6.7 MPa), at the top edges. Consistent with the other cases, the displacement error is much smaller than the model error and the total uncertainty essentially has the same distribution as the model error. The total uncertainty has a 95 th percentile at 132.2 MPa) and a large 44.9 MPa floor covering most of the cross-section (Figure 19c ).
The comparison between the uncertainty and precision was positive at 99.8% of points as shown in Figure 20 (similar comparisons for the other specimens showed a range of 99.8% to 52.4% and the mean of all specimens is 89.5%). The near totality of points with a positive comparison result is due to the very large uncertainty floor, which is driven by the high uncertainties at the forging cavity interior. The measured residual stress for all repeat measurements (omitting the outlier) along the x-direction at y = 19.05 mm and along the y-direction at x = 0 is shown in Figure 21 . The line plots show that the uncertainty estimate conservatively predicts the spread in the measurement data.
Nickel disk forging
The hoop stress in the nickel disk forging is tensile towards the center of the forging inner diameter (max ≈ 450 MPa) and has compensating compressive stress toward the forging outer diameter and along the top and bottom of the forging (min ≈ -580 MPa) (Figure 22a and Figure 22b ). The stress release when sectioning the part in half significantly contributes to the total hoop stress. The sectioning stress has a bending moment type stress distribution with tensile stress towards the ID (min = 550 MPa) and compressive stress towards the OD (min = 230 MPa). The uncertainty in the nickel forging is shown in Figure 24 . The model error (Figure 24a ) is largest along the part boundary (95 th percentile is at 54.2 MPa). The displacement error (Figure 24b ) is also largest along the part boundary (along the inner and outer diameter as well as the top and bottom edges) (95 th percentile is at 11.2 MPa). As was found in the other cases, the displacement error is much smaller than the model error and the total uncertainty is similar to the model error (95 th percentile is at 55.5 MPa) with a 20.0 MPa floor covering most of the cross-section (Figure 24c ).
The comparison between uncertainty and precision was positive at 76.2% of points as shown in Figure 25 (the comparisons for the other specimens produced positive results at 76.6% to 50.0% and the mean of all specimens is 65.6%). The measured residual stress for all repeat measurements along xdirection at y = 35.15 mm and along the y-direction at x = 25.4 mm is shown in Figure 26 . The line plots show that the uncertainty estimate reasonably predicts the spread in measurement data.
DISCUSSION
For each case investigated here, the comparison between the uncertainty estimate and the measurement precision produced a positive result at a significantly greater number of points than expected (68%). On average, the comparison was positive at 94.9% of points for the aluminum T-section, 73.3% for the stainless steel DM welded plate, 95.9% for the titanium EB welded plate, 97.0% for the stainless steel forging, and 65.6% for the nickel disk forging. This suggests that the uncertainty estimator is conservative. The estimator is likely to have additional conservatism that stems from real differences among the residual stresses within each population of specimens, since such specimens cannot be made precisely identical, that increases the observed repeatability standard deviation. In summary, the single measurement uncertainty estimator was found to provide a conservative estimate of contour method measurement precision.
Overall, the uncertainty estimate yields similar trends for all cases. Both the model error and the displacement error had spatial distributions with larger uncertainties along the part boundaries and the displacement error was significantly smaller than the model error. The total uncertainty had nearly the 13 same distribution as the model error, but with most points in the interior having an uncertainty that was determined by the floor.
Histograms of the uncertainty prior to adding the uncertainty floor were created for each case and the histogram for the stainless steel DM welded sample is shown in Figure 27a . The histogram shows that the data roughly follow a log-normal trend and that a portion of the data has large uncertainties. The data were further separated into two groups based on proximity to the perimeter of the cross-section. The near-surface group contained all the points within 1 mm of the part boundary and the interior group contained the remaining points. The data from each bin were fit to a lognormal distribution as shown in Figure 27b (where the dashed lines show a lognormal distribution and the points show the distribution of the data). The results show that the near-surface points contained most of the high magnitude uncertainties and each data range fits a log-normal distribution reasonable well away from low and high probabilities. Furthermore, when the data are separated into near-surface and interior groups, each fits a log-normal distribution better than did the combined population. Other distances to define the nearsurface group were tested (0.5 and 2 mm) and it was found that the results for 1 mm capture most of the high uncertainty points better than using a 0.5 or 2 mm distance to define the groups. Similar results were found in other specimens, but are not shown for brevity.
Although the trends in uncertainty were similar between cases, the magnitude of the uncertainty estimate was different between the cases. The total uncertainty estimate for near-surface (within 1 mm) and interior points is plotted for each case in Figure 28a . When the total uncertainty estimate of the near surface and interior points was normalized by the elastic modulus (Figure 28b ) both appear to be nominally constant and follow a trend that can be approximated by 250 x 10 -6 E for near-surface points and 125 x 10 -6 E for interior points, where E is the elastic modulus. The stainless steel forging appears to 14 be an outlier, with high uncertainty. We attribute the high uncertainty to areas of high stress magnitude and high stress gradient near the cavity inner wall, which drive up the model error.
The displacement error for all the cases has a minor contribution to the total uncertainty estimate. To quantify the effect of the displacement error on the total uncertainty, the total uncertainty was calculated with and without the displacement error and difference between the floor and 95 th percentile was 1% of the stress range, the displacement error can be omitted from the uncertainty estimate calculation without a significant impact on the uncertainty estimate. The model error is the larger contributor to the total uncertainty because the analytical models that are used to calculate the model error can change the fit surface displacement profile relatively rapidly as the number of coefficients changes between analytical models, whereas noise in the displacement profiles has a small bearing on the fit profile for a given analytical model.
The dominance of the model error term is interesting and likely also applies in other residual stress measurement methods. In slitting and hole drilling, often the uncertainty is only estimated using a displacement error like estimator (strain error/uncertainty in [17] ) and omits the model error/uncertainty due to the basis functions used in the stress calculation procedure. This could potentially lead to under reported uncertainties if the model error/uncertainty is significant in those measurement techniques.
SUMMARY/CONCLUSIONS
This work compared a recently developed single-measurement uncertainty estimator for the contour method with measurement precision for five experimental conditions. The experimental cases covered a range of sample geometry, material, and stress condition: an aluminum T-section, a stainless steel plate with a dissimilar metal slot-filled weld, a stainless steel forging, a titanium plate with an electron beam slot-filled weld, and a nickel disk forging. The comparison checked whether the uncertainty estimator enables favorable comparison with the mean stress found from a set of nominally identical repeated measurements. The results of the comparison showed the uncertainty estimate to provide a reasonable approximation of the random uncertainty present in a single contour method measurement. The model error was the largest contributor to the total uncertainty and the displacement error was found to have a negligible contribution. The floor and 95 th percentile of the total uncertainty estimate was found to be 9.9 and 22.0 MPa for the aluminum T-section, 17.5 and 41.0 MPa for the stainless steel DM welded plate, 12.2 and 32.5 MPa for the titanium EB welded plate, 44.9 and 132.2 MPa for the stainless steel forging, and 20.0 and 55.5 MPa for the nickel disk forging, respectively. The total uncertainty was found to be related to the elastic modulus with a value of approximately 250 x 10 -6 E for points within 1 mm of the part boundary and 125 x 10 -6 E for interior points.
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